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NATIONAL FOREWORD 

This Indian Standard which is identical with ISO 1 1670 : 1999 'Lasers and laser-related equipment — 
Test methods for laser beam parameters — Beam positional stability' issued by the International Organization 
for Standardization ( ISO ) was adopted by the Bureau of Indian Standards on the recommendations of 
the Optical and Mathematical Instruments Sectional Committee and approval of the Mechanical Engineering 
Division Council. 

Lasers are now increasingly used for various industrial, medical and defence applications. The technical 
committee, therefore, felt the need to develop Indian Standard on the subject for safe deployment of 
laser systems. 

The text of ISO Standard has been approved as suitable for publication as Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention 
is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice is 
to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to certain International Standards for which Indian Standards 
also exist. The corresponding Indian Standards which are to be substituted in their place are listed 
below along with their degree of equivalence for the editions indicated: 

International Standard Corresponding Indian Standard Degree of 

Equivalence 

ISO 11145 : 1994 IS/ISO 11145 : 1994 Optics and optical Identical 

instruments — Lasers and laser-related 
equipment — Vocabulary and symbols 

ISO 11146 : 1999 IS 14820 : 2000 Lasers and Laser- do 

related equipment — Test methods for 
laser beam parameters — Beam widths, 
divergence angle and beam propagation 
facfor 

The concerned technical committee has reviewed the provisions of I EC 61040 : 1990 referred in this 
adopted standard and has decided that it is acceptable for use in conjunction with this standard. 
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Indian Standard 

LASERS AND LASER-RELATED EQUIPMENT — TEST 

METHODS FOR LASER BEAM PARAMETERS — 

BEAM POSITIONAL STABILITY 

1 Scope 

This International Standard defines methods for determining laser beam positional as well as angular stability. The 
test methods given in this International Standard are intended to be used for testing and characterization of lasers. 

2 Normative references 

The following normative documents contain provisions which, through reference in this text, constitute provisions of 
this Internationa! Standard. For dated references, subsequent amendments to, or revisions of, any of these 
publications do not apply. However, parties to agreements based on this International Standard are encouraged to 
investigate the possibility of applying the most recent editions of the normative documents indicated below. For 
undated references, the latest edition of the normative document referred to applies. Members of ISO and lEC 
maintain registers of currently valid International Standards. 

ISO 1 1 1 45:1 994, Optics and optical instruments — Lasers and laser-related equipment — Vocabulary and symbols. 

ISO 1 1 1 46: 1 999 , Lasers and laser-related equipment — Test methods for laser beam parameters — Beam widths, 
divergence angle and beam propagation factor. 

lEC 61 040:1 990, Power and energy measuring detectors — Instruments and equipment for laser radiation. 

3 Terms and definitions 

For the purposes of this International Standard, the terms and definitions found in lEC 61040, ISO 11145 and 
ISO 1 1 1 46 and the following apply. 

3.1 

angular movement 

«^, ay. 

angular movement of the laser beam in the x-z and y-z planes, respectively 

NOTE These quantities are defined in the beam axis system x,y,z- If the ratio of the quantity in the x direction to that in the 
>' direction does not exceed 1,15:1. the quantity is regarded as rotationally symmetric and only one number may be given. The 
symbol ct without index is used in that case. 

3.2 

beam angular stability 

Sa^, bay, 

twice the standard deviation of the measured angular movement 

NOTE These quantities are defined in the beam axis system x,y,z. If the ratio of the quantity in the x direction to that in the 
>' direction does not exceed 1,15:1, the quantity is regarded as rotationally symmetric and only one number may be given. Th^e 
symbol 6a without index is used in that case. 
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3.3 
pivot 

point of intersection of all momentary beam axes with the :-axis 

NOTE The measurement of the pivot is not a subject of this Internationa! Standard, because it does not necessarily exist. 

3.4 

transverse displacement 

distance of transverse displacement of the laser beam in the a- and y-directions, respectively 

NOTE 1 These quantities are defined in the beam axis system a,v,:. If the ratio of the quantity in the a direction to that in the 
y direction does not exceed 1,15:1, the quantity is regarded as rotationally symmetric and only one number may be given. The 
symbol a without index is used in that case. 

NOTE 2 The measurement of the transverse displacement is not a subject of this International Standard. 

3.5 

beam positional stability 

maximum transverse displacement and/or angular movement of the beam away from an average, steady-state 
position. The beam positional stability is determined by the movement of the centroid of the laser beam in the x-y 

plane at /. 

NOTE These quantities are defined in the beam axis system x,y,z- If the ratioof the quantity in the x direction to that in the y 
direction does not exceed 1,15:1, the quantity is regarded as rotationally symmetric and only one number may be given. The 

symbol A(/) without index is used in that case. 

3.6 

beam positional change from cold start 

difference in beam position from the position noted immediately upon turning on a turned-off, ambient-temperature- 
equilibrated laser and the position noted after that laser has operated for longer than the warm-up time 

3.7 

short-term stability 

stability within a time inten/al of 1 s 

3.8 

medium-term stability 

stability within a time inten/al of 1 min 

3.9 

long-term stability 

stability within a time inten/al of 1 h 

4 Coordinate systems and beam axis 

4.1 Beam axis distribution 

The distribution of the beam axes vas defined in ISO 11145) is obtained from a significant number {n ^ 1 000) of 
measurements of the beam axis direction. 

The movement of the beam axis can be described by means of the standard deviation of this beam axis distribution. 
This standard deviation can be different • ferent directions. This means that the amplitude of the beam 
movement can be greater in one dominant direction than in another, and that the distribution of beam axis 
movements is not necessarily radially symmetric. 
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4.2 Coordinate systems 
4.2.1 General 

All coordinate systems are defined as right-handed. 
/' 
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1 Average direction of the beam propagation axes 

2 Beam axis (for one measurement) 

3 Two times the standard deviation of the beam axis distribution 



Figure 1 — Coordinate systems x\y\z and x,\\z 



4,2.2 Laboratory system 



The X , y and z axes define the orthogonal space directions in the laboratory system. The origin of the z'-axis is in a 
reference (/y)-plarre defined by the laser manufacturer (e.g. the front of the laser enclosure), so that the beam 
propagates approximately (less than 10° deviation) along the z'-axis. 

4.2.3 Beam axis system 

A second orthogonal coordinate system, the beam axis system, is defined in the following way: 

— the z-axis is the average direction of the beam propagation axis (first-order spatial moment of the beam axis 
distribution), which shall be determined after the laser has reached a steady state; 

— the jc-axis is the direction of maximum amplitude of movement of the asymmetric beam axis distribution in the 
far-field; 

NOTE The asymmetric beam axis distribution should not be confused with the asymmetric beam power distribution 
function. 

— the origin of the beam axis system coincides with the origin of the laboratory system. 

4.2.4 Azimuth angle 

The azimuth angle \\f is the^ngle by which the beam x-axis is rotated with respect to the laboratory system jc'-axis. 



IS 14819:2000 
ISO 11670:1999 



4.2.5 Transformation of coordinates 



The transtormation of the n measured coordinates of the laboratory system {x\y,z) into the beam axis system {x,y,z) 
shall be performed using the following equations for the translational and rotational transformations (see Figure 1, 
where subscript M indicates the coordinates in the measuring plane): 

a) First step (calculation of xu ^"^^ /m) 



■^M = ' 



(1) 



where / is 1 to n. 

b) Second step (translation): 

c) Third step (rotation around the z axis): 



x\ ( CQS{\if) sin(vA) \[ X 



j) l-sin(v/) cos(i/)J^y 
where 



1 ^ ( 2s..' ) 
xir ~— arctan 
^ 2 
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^' n - 1 

where / is 1 \o n. 

5 Test principles 

5.1 Beam positional stability 

The beam positional stability is measured directly or in the image plane of an imaging element. The movement of 
the centroid of the beam is determined using a position-sensitive detector. The position of the centroid of the beam 
(as measured by the first-order spatial moment of the power density distribution function in the x,y,z system) 
indicates the instantaneous position of the beam axis in the laboratory x'y,z' system. The beam positional stability 
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can be calculated from the standard deviation of the variation of the centroid position over the appropriate short, 
medium or long time scale. 

5.2 Beam angular stability 

The beam angular stability is measured in the focal plane of a focusing element. The movement of the centroid of 
the beam is determined using a position-sensitive detector. The position of the centroid of the beam (as measured 
by the first-order spatial moment of the power density distribution function in the x,y,z system) indicates the 
instantaneous position of the beam axis in the laboratory xy,z system. The beam angular stability can be 
calculated from the standard deviation of the variation of the centroid position over the appropriate short, medium or 
long time scale. 

6 Measurement arrangement, test equipment and auxiliary devices 

6.1 Preparation 

The laser beam and the optical axis of the measuring system should be coaxial. Suitable optica! alignment devices 
are available for this purpose. 

The field of view of the optica! system shall be such that it accommodates the entire cross-section of the laser 
beam. Clipping or diffraction loss shall contribute an increase of less than 1 % to the anticipated probable error of 
the final measurements. The optical elements (beam splitter, attenuator, imaging element, etc.) shall be mounted 
such that the optical axis runs through the geometrical centres. Care should be taken to avoid systematic errors. 
Reflections, external ambient and thermal radiation, air turbulence or thermal blooming are all potential sources of 
error. 

Before measurements are started, the laser shall warm up for at least 1 h (if not othenwise stated by the 
manufacturer) to achieve thermal equilibrium. 

After the initial preparation is complete, an evaluation to determine if the entire laser beam reaches the detector 
surface shall be made. For testing this, apertures of different diameters can be introduced into the beam path in 
front of each optical component. The aperture which reduces the output signal by 5 % should have a diameter less 
than 0,8 times the aperture of the optical component. 

6.2 Control of environment 

The optical bench or support system for the laser and measurement system should have an optomechanical 
stability that exceeds that of the laser under test by at least an order of magnitude. Measures should be taken to 
ensure that extraneous or systematic influences do not increase the anticipated probable error of the 
measurements by more than 10 %. These measures should include mechanical and acoustic isolation of the test 
facility; temperature stabilization of the laboratory and the laser cooling system (as specified by the manufacturer); 
shielding from extraneous electrical and optical noise; and use of low-noise electronic equipment. 

6.3 Detector system 

For measurement of the beam positional stability, the first-order spatial moment of the power density distribution 
function shall be measured in accordance with ISO 11146. In particular, the provisions for the detector system apply 
for this International Standard. If the power density distribution function does not change from measurement to 
measurement, simpler detector systems may be used (e.g. lateral diodes, quadrant detector). The accuracy of the 
measurement is directly related to the spatial resolution of the detector system and its signal-to-noise ratio. 

The provisions of lEC 61040:1990 apply to the radiation detector system; clauses 3 and 4 are particularly important. 
It shall be taken into account that only relative measurements are necessary. Furthermore, the following points 
should be noted: 

— It shall be confirmed, from manufacturer's data or by measurement, that the output quantity of the detector 
system (e.g. voltage) is linearly dependent on the input quantity (laser power). Any wavelength dependency, 
non-linearity or non-uniformity of the detector or the electronic device shall be minimized or corrected by use of 
a calibration procedure. 
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— Care shall be taken to ascertain the damage threshold (for irradiance, radiant exposure, power and energy) of 
the detector surface, so that ;t is not exceeded by the laser beam. 

— When using a scanning device for determining the power density distribution function, care shall be taken to 
ensure that the laser output is spatially and temporally stable during the whole scanning period. 

6.4 Beam-forming optics, optical attenuators, beam splitters, focusing elements 

In case the cross-section of the laser beam is greater than the detector area, a suitable optical system shall be used 
to image the cross-sectional area of the laser beam onto the detector surface. 

Optics shall be selected appropriate to wavelength. 

Optica! attenuators shall be used when the laser output power or the power density exceeds the detector's working 
(linear) range or the damage threshold. Any wavelength, polarization and angular dependency, non-linearity or non- 
uniformity of the optical attenuator shall be minimized or corrected by use of a calibration procedure. For use with 
high-power lasers, any hijgh-power-induced deterioration of the laser beam shall be avoided. 

The focusing system shall be in conformance with the requirements relating to the optics described above. In 
addition, the following requirements shall be met: 

— the focusing system shall be aberration-free, i.e. the influence on the quantities to be measured shall be less 
than 20 % of the total error of the measurement without any aberration; 

— the focal length and the location of its principal planes shall be known to within 1 % of the focal length; 

— the aperture of the focusing system shall be selected such that it accommodates the entire cross-section of the 
laser beam and clipping or diffraction loss is smaller than 1 % of the anticipated probable error of the 
measurement. 

None of the optical elements used shall significantly influence the relative power density distribution. When imaging 
the laser beam onto the detector surface, the change in magnification shall be taken into account during the 
evaluation procedure. 

6.5 Calibration 

A calibration procedure shall be performed before starting the measurement of the beam positional stability. This 
can be accomplished by simply making provision for displacing the position-sensitive detector by a known distance 
using an orthogonal pair of micrometer-driven linear slides. 

7 Test procedures 

7.1 General 

Before the measurements are started, the laser shall warm up for at least 1 h (it not otherwise stated by the 
manufacturer) to achieve thermal equilibrium. Measurements shall be carried out at the operating conditions which 
are specified by the laser manufacturer for the type of laser being evaluated. 

The beam shall be sampled at least 1000 times during the measuring interval. The electrical frequency bandwidth of 
the detector, including the bandwidth of any succeeding amplifier and associated electronics, shall be three times 
higher than the inverse of the time difference between two measurements. 

7.2 Beam positional stability 

In order to measure the beam positional stability at the position z\ the detection system shall be installed at location 
z or location z shall be imaged with magnification y onto the detector surface. The movement of the beam axis shall 
be recorded within measuring times of 1 s (for determination of short-term stability, see 3.7), 1 min (for 
determination of medium-term stability, see 3.8) or 1 h (for determination of long-term stability, see 3.9), 
respectively. 



IS 14819:2000 
ISO 11670: 1999 



7.3 Beam angular stability 

In order to measure the beam angular stability, the detector surface shall be placed In the focal plane of a focusing 
element. The movement of the beam axis shall be recorded within measuring times of 1 s (for determination of 
short-term stability, see 3.7), 1 min (for determination of medium-term stability, see 3.8) or 1 h (tor determination of 
long-term stability, see 3.9), respectively. 

B Evaluation 

8.1 Beam positional stability 

Evaluation of beam positional stability shall be performed in the following way. 
a) The centroid at location :;' shall be determined by 

1 ) reading out a lateral-sensitive detector (see 6.3). 
or by 

2) calculating the first-order spatial moments of the power density distribution function 

[rvZ:(A,v)d,vdy 



(10) 



(11) 



E{x,y)dxdy 

J[y£(A,y)d.vdy 

' ' " '"~£(T,'.^vdy 

When using an imaging system, the imaging magnification shall be taken into account. 

b) The coordinates xy\ and v'm of the intersection of the beam axis with the plane of measurement in the 
laboratory system {z ~ :'m) ^^e given by 

'M-^ (12) 

.v'm = -^ (13) 

where / is 1 to n (n ^ 1000). 

c) The v', and y'^ coordinates may be transformed into the beam axis system {x,y,z) according to 4.2.5 
(translationa! and rotational transformation). The azimuth angle v^ shall be calculated and recorded. 
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Z('^''~'^'M)(y.--yM) 

where / is 1 to n. 

isrOTE This angle y/ does not define the .v-axis of the beam axis system in general, because the measurement is not 
performed in the far-field. 

d) Fronn these values {.v,,v-) the standard deviations s^, Sy and s can be calculated according to 
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(19) 



(20) 



rl^ix'i-x'M) +{y'i-y'Mf 
e) The beam positional stability can be determined using the equations 

A^(z) = 2s, (21) 

A,(z) = 2s, (22) 

A(2) = V25 (23) 

8.2 Beam angular stability 

The displacement in the focal plane ^^■, ^y', f is correlated to the angular movement a,'. «v'. « '" the following way: 
«y=Cy// (24) 

«y=Cv'// (25) 

a = C'/ (26) 

The evaluation of the beam angular stability shall be performed in the following way. 
a) The centroid in the focal plane shall be determined by 
1 ) readirig out a lateral-sensitive detector (see 6.3). 
or by 
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2) calculating the first-order spatial moments of the power density distribution function 
J xE(x,y)6xdy 



C. 



^y, 



jJE(x,y)(ixdy 
II yE{x,y)6x6y 



jJ£(.r,)')clxd3' 
b) The coordinates C<:'m and CyM are given by 



(27) 
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where / is 1 to n (n > 1000). 

c) The ^^.- and ^y- coordinates may be transformed into the beam axis system (x,y,z) according to 4.2.5 
(translational and rotational transformation). The azimuth angle y/' shall be calculated and recorded. 
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where /' is 1 to n. 

NOTE This angle y/' defines the x-axis of the beam axis system, 
d) From these values (C,„ Cv/) the standard deviations s^x' ^^ and s^ can be calculated according to 
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where 

r^^r 2 + r 2 

\2 



e) The beam angular stability can be determined using the equations 
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where/ is the focal length of the focusing element used. 

9 Test report 

An example of a test report is given below. 
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Date 



Name of tester 



Name of test organization 

Laser type 

Model __^_„^^^^^ 



Wavelength 



Manufacturer _ 
Serial number 

Polarization 



Power or energy output 
Current or energy input 
Pulse repetition rate 



Trigger-time delay in sampling (for pulsed lasers only) 
Measuring-time interval (for pulsed lasers only) 



Other information 



Reference plane chosen 



6. Laboratory system x\y\z' chosen 



Test conditions 
Detector system 



Type of attenuator 



Type of beam splitter 

Type of focusing element 



8. Beam positional stability (according to 7.2) 



Location z 



Stability conditions (optional) 


Short 


Medium 


Long 


Beam positional stability A 








Beam positional stability A;^ 








Beam positional stability A^ 








Azimuth \^ 
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9. 



Beam angular stability (according to 7.3) 



Stability conditions (optional) 


Short 


Medium 


Long 


Beam angular stcibility 5^^ 








Beam angular jstability 8^^ 








Beam angular stability 5^^, 
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